
PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  October 23, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-2750 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00 / S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for two soil samples collected for the 
Pitney Court Site that were analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
 

BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-062007 7-2750-001 Soil 06/20/2007 06/21/2007 
PC-S-02-062007 7-2750-002 Soil 06/20/2007 06/21/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site.  No qualification is required for this 
omission.     

   
8.  LCS Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-062007 7-2750-001 Soil 06/20/2007 06/20/2007 06/21/2007 
PC-S-02-062007 7-2750-002 Soil 06/20/2007 06/20/2007 06/21/2007 
 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds.    

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using a sample from another site.  No qualification is required for this 
omission.           

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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DATA VALIDATION REPORT 
 
 
Date:  October 23, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-2841 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/ S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for soil samples collected for the 
Pitney Court Site that were analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
• Synthetic Precipitation Leaching Procedure (SPLP) Metals (chromium, lead, and selenium) by 

SW-846 methods 1312 and 6010B  
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999 and the U.S. EPA “Contract Laboratory Program National Functional 
Guidelines for Inorganic Data Review” dated October 2004.  The attachment contains the results 
summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-062607 7-2841-001 Soil 06/26/2007 06/26/2007 
PC-S-02-062607 7-2841-002 Soil 06/26/2007 06/26/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 

5.   Blanks 
 

A method blank was analyzed as required and were free of target compound contamination 
above the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications are 
required for this omission.   

   
8.  LCS Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-062607 7-2841-001 Soil 06/26/2007 06/27/2007 06/27/2007 
PC-S-02-062607 7-2841-002 Soil 06/26/2007 06/27/2007 06/27/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds except for benzo(b)fluoranthene.  The result for 
benzo(b)fluoranthene was flagged “J” as estimated for this discrepancy.   

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory established QC limits.     
 

7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using sample PC-S-01-062607 as the spike.  The percent recoveries 
were within the laboratory-established QC limits except for fluorene, phenanthrene, anthracene, 
and fluoranthene which all had high recoveries.  Detected results only for these compounds were 
flagged “J” as estimated for this discrepancy.     

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.   
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use as qualified.  

 
SPLP METALS BY SW-846 METHODS 1312 AND 6010B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

 
Samples Lab ID Matrix

      
Date 
Collected      

Date 
Analyzed 

PC-S-02-062607 7-2841-002 Soil 06/26/2007 06/27/2007 
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2. Holding Times 
 

The sample was analyzed within the required holding time limit of 180 days from sample 
collection to analysis.    
 

3. Calibrations 
 

The initial calibration verification (ICV) and continuing calibration verification (CCV) standards 
were within the QC limits of 90 to 110 percent recovery (%R).   
 

4. Blank Results  
 

A method blanks was analyzed with the sample and was free of target analyte contamination 
above the reporting limits.   
 

5. Interference Check Sample (ICS) Results 
 

The ICS solutions A and AB were analyzed.  The percent recoveries in the ICS solution AB 
were within the QC limits of 80 to 120 percent recovery.   

 
6. Laboratory Control Sample (LCS) Results 

The LCS recoveries were within the laboratory-established QC limits for target analytes.  
 
7.  Overall Assessment 
 

The metals data are acceptable for use based on the information received. 
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-2916 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/ S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for two soil samples collected for the 
Pitney Court Site that were analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
 

BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-062907 7-2916-001 Soil 06/29/2007 07/02/2007 
PC-S-02-062907 7-2916-002 Soil 06/29/2007 07/02/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site.  No qualification is required for this 
omission.     

   
8.  Laboratory Control Sample (LCS) Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

 



Data Validation Report 
Pitney Court 
First Environmental Laboratories, Inc. 
Laboratory Project #:  7-2916 
 
10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-062907 7-2916-001 Soil 06/29/2007 07/02/2007 07/02/2007 
PC-S-02-062907 7-2916-002 Soil 06/29/2007 07/02/2007 07/02/2007 
 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds except for benzo(b)fluoranthene.  The quantitation limits for 
benzo(b)fluoranthene were flagged “UJ” as estimated for this discrepancy.   

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using sample PC-S-01-062907 as the spike.  The percent recoveries 
were within the laboratory-established QC limits.             

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use as qualified based on the information received.  
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PITNEY COURT  
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-3026 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for soil samples collected for the 
Pitney Court Site that were analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
• Synthetic Precipitation Leaching Procedure (SPLP) Metals (chromium, lead, and selenium) by 

SW-846 methods 1312 and 6010B  
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999 and the U.S. EPA “Contract Laboratory Program National Functional 
Guidelines for Inorganic Data Review” dated October 2004.  The attachment contains the results 
summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-070907 7-3026-001 Soil 07/09/2007 07/09/2007 
PC-S-02-070907 7-3026-002 Soil 07/09/2007 07/09/2007 
PC-S-03-070907 7-3026-003 Soil 07/09/2007 07/09/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications are 
required for this omission.   

   
8.  Laboratory Control Sample (LCS) Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-070907 7-3026-001 Soil 07/09/2007 07/10/2007 07/10/2007 
PC-S-02-070907 7-3026-002 Soil 07/09/2007 07/10/2007 07/10/2007 
PC-S-03-070907 7-3026-003 Soil 07/09/2007 07/10/2007 07/10/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds.   

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory established QC limits.     
 

7. MS and MSD Results 
 

FEL ran an MS and MSD using sample PC-S-01-070907 as the spike.  The percent recoveries 
were within the laboratory-established QC limits.     

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.   
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  

 
SPLP METALS BY SW-846 METHODS 1312 AND 6010B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

 
Samples Lab ID Matrix

      
Date 
Collected      

Date 
Analyzed 

PC-S-02-070907 7-3026-002 Soil 07/09/2007 07/11/2007 
 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 180 days from sample 
collection to analysis.    
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3. Calibrations 
 

The initial calibration verification (ICV) and continuing calibration verification (CCV) standards 
were within the QC limits of 90 to 110 percent recovery (%R).   
 

4. Blank Results  
 

A method blanks was analyzed with the sample and was free of target analyte contamination 
above the reporting limits.   
 

5. Interference Check Sample (ICS) Results 
 

The ICS solutions A and AB were analyzed.  The percent recoveries in the ICS solution AB 
were within the QC limits of 80 to 120 percent recovery.   

 
6. Laboratory Control Sample (LCS) Results 

The LCS recoveries were within the laboratory-established QC limits for target analytes.  
 
7.  Overall Assessment 
 

The metals data are acceptable for use based on the information received. 
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-3225 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for two soil samples collected for the 
Pitney Court Site that were analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
 

BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-072007 7-3225-001 Soil 07/20/2007 07/20/2007 
PC-S-02-072007 7-3225-002 Soil 07/20/2007 07/20/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using sample PC-S-01-072007 as the spike.  The percent recoveries 
for target compounds were with the laboratory-established QC limits.       

   
8.  Laboratory Control Sample (LCS) Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-072007 7-3225-001 Soil 07/20/2007 07/23/2007 07/23/2007 
PC-S-02-072007 7-3225-002 Soil 07/20/2007 07/23/2007 07/23/2007 
 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds.   

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using sample PC-S-02-072007 as the spike.  The percent recoveries 
were within the laboratory-established QC limits.             

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-3574 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for one soil sample collected for the 
Pitney Court Site that was analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
 

BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-081007 7-3574-001 Soil 08/10/2007 08/11/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using sample PC-S-01-081007 as the spike.  The percent recoveries 
for target compounds were with the laboratory-established QC limits.       

   
8.  Laboratory Control Sample (LCS) Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

 



Data Validation Report 
Pitney Court 
First Environmental Laboratories, Inc. 
Laboratory Project #:  7-3574 
 
10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-081007 7-3574-001 Soil 08/10/2007 08/12/2007 08/13/2007 
 

 
2. Holding Times 
 

The samples was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds.   

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using sample PC-S-01-081007 as the spike.  The percent recoveries 
were within the laboratory-established QC limits.             

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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PITNEY COURT 
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DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-3876 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for one soil sample collected for the 
Pitney Court Site that was analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
 

BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-083007 7-3876-001 Soil 08/30/2007 08/30/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   



Data Validation Report 
Pitney Court 
First Environmental Laboratories, Inc. 
Laboratory Project #:  7-3876 
 
 
3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications are 
applied for this omission.         

   
8.  Laboratory Control Sample (LCS) Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-083007 7-3876-001 Soil 08/30/2007 08/31/2007 08/31/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV for all target compounds were within the QC limit of less than or equal to 
20 percent for target compounds except for benzo(b)fluoranthene.  The quantitation limit for 
benzo(b)fluoranthene was flagged “UJ” as estimated for this discrepancy. 

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use as qualified based on the information received.  
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DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-3877 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for one soil sample collected for the 
Pitney Court Site that were analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Synthetic Precipitation Leaching Procedure (SPLP) Metals (chromium, lead, and selenium) by 
SW-846 methods 1312 and 6010B  

 
A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidelines for 
Inorganic Data Review” dated October 2004.  The attachment contains the results summary sheets.   

 
 
SPLP METALS BY SW-846 METHODS 1312 AND 6010B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

 
Samples Lab ID Matrix

      
Date 
Collected      

Date 
Analyzed 

PC-S-01-083007 7-3877-001 Soil 08/30007 09/06/2007 
 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 180 days from sample 
collection to analysis.    
 

3. Calibrations 
 

The initial calibration verification (ICV) and continuing calibration verification (CCV) standards 
were within the QC limits of 90 to 110 percent recovery (%R).   
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4. Blank Results  
 

A method blanks was analyzed with the sample and was free of target analyte contamination 
above the reporting limits.   
 

5. Interference Check Sample (ICS) Results 
 

The ICS solutions A and AB were analyzed.  The percent recoveries in the ICS solution AB 
were within the QC limits of 80 to 120 percent recovery.   

 
6. Laboratory Control Sample (LCS) Results 

The LCS recoveries were within the laboratory-established QC limits for target analytes.  
 
7.  Overall Assessment 
 

The metals data are acceptable for use based on the information received. 
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PITNEY COURT 
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DATA VALIDATION REPORT 
 
 
Date:  October 24, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-4097 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, a Weston subcontractor, under the START 
III Region V contract.  This report documents the data validation for one soil sample collected for the 
Pitney Court Site that was analyzed for the following parameters and U.S. Environmental Protection 
Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
 

BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-091407 7-4097-001 Soil 09/14/2007 09/14/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications are 
applied for this omission.         

   
8.  Laboratory Control Sample (LCS) Results 

All LCS recoveries and LCS duplicate recoveries were within the laboratory-established QC 
limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-091407 7-4097-001 Soil 09/14/2007 09/16/2007 09/17/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds. 

  
5.   Blanks 
 

A method blank was analyzed with the samples and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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DATA VALIDATION REPORT 
 
 
Date:  November 19, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-4600 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, under the START III Region V contract.  
This report documents the data validation for one soil sample collected for the Pitney Court Site that 
was analyzed for the following parameters and U.S. Environmental Protection Agency (U.S. EPA) 
methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-101607 7-4600-001 Soil 10/16/2007 10/17/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications are 
applied for this omission.         

   
8.  Laboratory Control Sample (LCS) Results 

All LCS and LCS duplicate recoveries were within the laboratory-established QC limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-101607 7-4600-001 Soil 10/16/2007 10/18/2007 10/18/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds. 

  
5.   Blanks 
 

A method blank was analyzed with the sample and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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PITNEY COURT 
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DATA VALIDATION REPORT 
 
 
Date:  November 19, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-4698 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, under the START III Region V contract.  
This report documents the data validation for soil samples collected for the Pitney Court Site that were 
analyzed for the following parameters and U.S. Environmental Protection Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-102207 7-4698-001 Soil 10/22/2007 10/23/2007 
PC-S-02-102207 7-4698-002 Soil 10/22/2007 10/23/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 

For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications are 
applied for this omission.         

   
8.  Laboratory Control Sample (LCS) Results 

All LCS and LCS duplicate recoveries were within the laboratory-established QC limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-102207 7-4698-001 Soil 10/22/2007 10/23/2007 10/24/2007 
PC-S-02-102207 7-4698-002 Soil 10/22/2007 10/23/2007 10/24/2007 
 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds except for benzo(b)fluoranthene.  The results for benzo(b)fluoranthene were flagged 
“J” as estimated for this discrepancy. 

  
5.   Blanks 
 

A method blank was analyzed with the sample and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.     
 
7. MS and MSD Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use as qualified based on the information received.  
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  December 12, 2007 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-4911 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, under the START III Region V contract.  
This report documents the data validation for soil samples collected for the Pitney Court Site that were 
analyzed for the following parameters and U.S. Environmental Protection Agency (U.S. EPA) methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-103107 7-4911-001 Soil 10/31/2007 11/09/2007 
PC-S-02-103107 7-4911-002 Soil 10/31/2007 11/09/2007 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.       

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

The MS and MSD recoveries were acceptable.  The relative percent differences between the MS 
and MSD results were outside the QC limits.  The detected result (toluene in sample PC-S-02-
103107) was flagged “J” as estimated for this discrepancy.              

   
8.  Laboratory Control Sample (LCS) Results 

All LCS and LCS duplicate recoveries were within the laboratory-established QC limits.       

9. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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10. Overall Assessment 

The BTEX data are acceptable for use as qualified based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-103107 7-4911-001 Soil 10/31/2007 11/05/2007 11/07/2007 
PC-S-02-103107 7-4911-002 Soil 10/31/2007 11/05/2007 11/07/2007 
 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds. 

  
5.   Blanks 
 

A method blank was analyzed with the sample and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits except for those that could 
not be recovered due to dilutions.  There is no qualification required for this discrepancy.       

 
7. MS and MSD Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  February 4, 2008 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-5388 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, under the START III Region V contract.  
This report documents the data validation for one soil sample collected for the Pitney Court Site that 
were analyzed for the following parameters and U.S. Environmental Protection Agency (U.S. EPA) 
methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-112907 7-5388-003 Soil 11/29/2007 12/07/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 
For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.        

   
7.  Laboratory Control Sample (LCS) Results 

All LCS and LCS duplicate recoveries were within the laboratory-established QC limits.       

8. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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9. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-112907 7-5388-003 Soil 11/29/2007 12/09/2007 12/10/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds except for benzo(b)fluoranthene which had a difference of 22.5 percent.  No 
qualification was applied for this minor discrepancy. 

  
5.   Blanks 
 

A method blank was analyzed with the sample and was free of target compound contamination.   
 



Data Validation Report 
Pitney Court 
First Environmental Laboratories, Inc. 
Laboratory Project #:  7-5388 
 
6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits except when the surrogate 
could not be recovered due to sample dilution.  No qualification is required for this discrepancy.          

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from the Pitney Court site as the spike.  Several PAH 
compounds were detected above the QC limit.  Detected results for those compounds detected 
high in the MS and MSD were flagged “J” as estimated for this discrepancy.                 

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use as qualified based on the information received.  
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  January 22, 2008 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-5536 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, under the START III Region V contract.  
This report documents the data validation for one soil sample collected for the Pitney Court Site that 
were analyzed for the following parameters and U.S. Environmental Protection Agency (U.S. EPA) 
methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
• Synthetic Precipitation Leaching Procedure (SPLP) Metals (lead, chromium, and selenium) by 

SW-846 methods 1312 and 6010B  
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999 and the U.S. EPA “Contract Laboratory Program National Functional 
Guidelines for Inorganic Data Review” dated October 2004.  The attachment contains the results 
summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples  Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-120707 7-5536-001 Soil 12/07/2007 12/07/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 
For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.        

   
7.  Laboratory Control Sample (LCS) Results 

All LCS and LCS duplicate recoveries were within the laboratory-established QC limits.       

8. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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9. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-120707 7-5536-001 Soil 12/07/2007 12/09/2007 12/10/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds except for benzo(b)fluoranthene which had a difference of 22.5 percent.  No 
qualification was applied for this minor discrepancy. 

  
5.   Blanks 
 

A method blank was analyzed with the sample and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits except in the sample 
fraction that was diluted.  No qualification is required for low surrogate recovery due to sample 
dilution.      

 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
 
SPLP METALS AND SPLP METALS BY SW-846 METHODS 1312 AND 6010B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

 
Samples Lab ID Matrix

      
Date 
Collected       

Date 
Analyzed 

PC-S-01-120707 7-5536-001 Soil 12/07/2007 12/11/2007 
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2. Holding Times 
 

The sample was analyzed within the required holding time limit of 180 days from sample 
collection to analysis.    
 

3. Calibrations 
 

The initial calibration verification (ICV) and continuing calibration verification (CCV) standards 
were within the QC limits of 90 to 110 percent recovery (%R).   
 

4. Blank Results  
 

Blanks were analyzed with the sample and were free of target analyte contamination above the 
reporting limits.   
 

5. Interference Check Sample (ICS) Results 
 

The ICS solutions A and AB were analyzed.  The recoveries in the ICS solution AB were within 
the QC limits of 80 to 120 %R.   

 
6. LCS Results 

The LCS recoveries were within the laboratory-established quality control limits for target 
analytes. 

7. MS and MSD Results 
  

For the SPLP metals analysis, FEL ran an MS and MSD using sample PC-S-01-120707 as the 
spiked sample.  The recoveries were within the laboratory-established quality control limits.       

 
8.  Overall Assessment 

The metals data are acceptable for use based on the information received. 
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PITNEY COURT 
CHICAGO, ILLINOIS 

DATA VALIDATION REPORT 
 
 
Date:  January 18, 2008 
Laboratory:  First Environmental Laboratories, Inc. (FEL), Naperville, Illinois 
Laboratory Project #:  7-5710 
Data Validation Performed By:  Lisa Graczyk, Dynamac Corporation (Dynamac), subcontractor to 
Weston Solutions, Inc. (Weston) 
Weston Analytical Work Order #/TDD #: 20405.016.003.0208.00/S05-0003-0706-003 
 
This data validation report has been prepared by Dynamac, under the START III Region V contract.  
This report documents the data validation for one soil sample collected for the Pitney Court Site that 
were analyzed for the following parameters and U.S. Environmental Protection Agency (U.S. EPA) 
methods: 
   

• Benzene, Toluene, Ethylbenzene, and Xylenes (BTEX) by SW-846 method 8260B 
• Polynuclear Aromatic Hydrocarbons (PAH) by SW-846 method 8270C 
 

A level III data package was requested from FEL.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for Organic 
Data Review” dated October 1999.  The attachment contains the results summary sheets.   

 
BTEX BY SW-846 METHOD 8260B 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  

 
Samples Lab ID Matrix

       
Date 
Collected    

Date 
Analyzed 

PC-S-01-121807 7-5710-001 Soil 12/18/2007 12/21/2007 
 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to analysis.   
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3. Instrument Performance Check 
 

The instrument performance check using bromofluorobenzene (BFB) was performed and met the 
ion abundance criteria specified in method 8260B. 
 

4. Calibration Results 
 
For the initial calibration, the percent relative standard deviations (%RSD) for all compounds 
were less than 30. 
 
The percent differences in the continuing calibration standard for all target compounds were 
within the control limit of less than or equal to 25 percent.   
 

5.   Blanks 
 

A method blank was analyzed as required and was free of target compound contamination above 
the reporting limit.  

 
6. Surrogates 
 

The surrogate spike recoveries were within the laboratory-established quality control (QC) 
limits.        

   
7.  Laboratory Control Sample (LCS) Results 

All LCS and LCS duplicate recoveries were within the laboratory-established QC limits.       

8. Internal Standard Results 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 
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9. Overall Assessment 

The BTEX data are acceptable for use based on the information received.     
 
PAHs BY SW-846 METHOD 8270C 
 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.  
 

Samples Lab ID Matrix     
Date 
Collected        

Date 
Prepared     

Date 
Analyzed 

PC-S-01-121807 7-5710-001 Soil 12/18/2007 12/26/2007 12/27/2007 
 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 14 days from sample 
collection to extraction and 40 days from extraction to analysis. 
 

3. Instrument Performance Check 
 

The instrument performance check using decafluorotriphenylphosphine (DFTPP) met the ion 
abundance criteria specified in method 8270C. 

 
4. Calibration Results 
 

The initial calibration had acceptable results.  The %RSD for all detected compounds were less 
than 30 and the average relative response factors were all greater than 0.05.    

 
The %D in the CCV were within the QC limit of less than or equal to 20 percent for target 
compounds except for benzo(b)fluoranthene which had a difference of 22.5 percent.  No 
qualification was applied for this minor discrepancy. 

  
5.   Blanks 
 

A method blank was analyzed with the sample and was free of target compound contamination.   
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6. Surrogates 
 

Surrogate recoveries were within the laboratory-established QC limits.       
 
7. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results 
 

FEL ran an MS and MSD using a sample from another site as the spike.  No qualifications were 
applied for this omission.               

 
8.  LCS Results 
 

The LCS recoveries were within the laboratory-established QC limits.     
 

9. Internal Standard Results 
 

The internal standard area counts were within -50 percent to +100 percent of the area counts in 
the associated continuing calibration standard.  The retention time of the internal standards did 
not vary more than ±30 seconds from the retention time of the associated continuing calibration 
standard. 

10. Overall Assessment 

The PAH data are acceptable for use based on the information received.  
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